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Kit lot no: KRBA364 Expiry date: 01 Sep 2025
Assay date (weeks after receptor labelling) Decay factor (A)

Up to 1 week 1.0

+ 1 — 2 weeks 1.1

+ 2 — 3 weeks 1.2

+ 3 — 4 weeks 1.3

+4 — 5 weeks 1.4

+ 5 -6 weeks 5

+ 6 — 7 weeks 1.6

+ 7 — 8 weeks .75

+ 8 — 9 weeks 1.9

Materials of human origin used in the manufacture of this product have been tested and found non-
reactive for HIV1 and 2 and HCV antibodies and HBsAg at the time of testing.

Assay date: 03 Jul 2025
Performed by: Alee
Signature: ﬁMU\QL
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