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Kit lot number:

IA-2 Coated Wells:

IA-2-Biotin:

Recon. Buffer for IA-2-Biotin:

Streptavidin Peroxidase:
Diluent for SA-POD:
Reaction Enhancer:

Peroxidase Substrate:

KIE193

Kit expiry date: 07 February 2022

Lot No. IE189B
Lot No. IEB128A
Lot No. IBB172
Lot No. _GEP402
Lot No. PB161
Lot No. IES105
Lot No. PTS173J

Expiry Date _14 JUN 2022
Expiry Date _17 MAY 2022
Expiry Date _14 MAR 2022
Expiry Date _26 JUL 2022

Expiry Date _18 OCT 2022
Expiry Date _01 SEP 2022
Expiry Date _19 NOV 2022

Stop Solution; Lot No. HESP105 Expiry Date _12 MAY 2022
Concentrated Wash Solution: Lot No. _CW263 Expiry Date _18 MAY 2023
Calibrators: Lot No. IEC193 Expiry Date _07 FEB 2022
Controls: Lot No. IENC193 /IEPC193 Expiry Date _07 FEB 2022
Calibrator Curve and Controls: Incubation temp: +4 °C OVERNIGHT +20 °C
Calibrator Concentration Absorbance at Absorbance at
(units per mL) 450 nm 405 nm
Negative control 0.049 0.027
15 0.271 0.089
60 0.735 0.224
200 2.915 0.869
400 >4 1.527
4000 >4 2.686 J
-
Control Absorbance | Absorbance Concentration | Concentration Range
at 450 nm at 405 nm at 450 nm at 405 nm (units per mL)
(units per mL) | (units per mL)
Bositive 1.747 0.520 124.3 1232 | 125x40
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